The use of adhesive-coated grids for the X-ray microanalysis of dry-cut sections in the TEM.
Sections cut dry for the X-ray microanalysis of diffusible elements were fixed to adhesive-coated single fine-bar grids. The drawbacks of folding grids normally used for this purpose can thus largely be avoided.